Outcome of Multiple Implants and Dissociation of Fluocinolone Acetonide Intravitreal Implant (Retisert) in a Series of 187 Consecutive Implants.
To evaluate outcomes of long-term follow-up of Retisert multiple implantation and dissociation in eyes with chronic noninfectious uveitis. Review of 187 consecutive Retisert implants. Outcomes of multiple implantation and spontaneous medication pellet-strut dissociation were evaluated. A total of 187 consecutive Retisert implants were reviewed. Eight implants were removed. The prevalence of spontaneous dissociation was 2.6% (5/187). The rate of dissociation increased to 11.11% (2/18) in cases of multiple implants. The mean period between Retisert implantation and spontaneous dissociation was 65.05 months. The mean period between implants in the same eye was 55.25 months. In cases of multiple implantations the old implant was not removed and 17.64% (3/17) of eyes required glaucoma filtering surgery. The rate of spontaneous dissociation of Retisert medication pellet-strut in eyes with single implant for noninfectious uveitis is low, which tends to increase in eyes with multiple implants.